[Quality control of intra-oral radiographs].
This paper deals with the different stages in the process of making intra-oral radiographs and the factors which influence their quality: the X-ray equipment, operator technique, and processing and film variables. Common errors at each stage are discussed and suggestions for quality assurance measures are given.